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A 245 GHz sensor system for gas spectroscopy is presented, which includes a SiGe receiver (RX), a SiGe transmitter (TX), and
a 0.6 m long gas absorption cell between the TX and RX. The integrated local oscillators of the RX and the TX are controlled
by two external phase locked loops (PLLs), whose reference frequencies are swept with constant frequency offset for a low IF of
the RX. The RX consists of a differential low noise amplifier (LNA), an integrated 122 GHz local oscillator (LO) with 1/64
divider, a 908 differential hybrid, and active subharmonic mixer. The TX consists of an integrated 122 GHz LO with 1/64
divider, and a frequency doubler. The RX and TX are fabricated in 0.13 mm SiGe BiCMOS with ft/fmax of 300/500 GHz.
Using external dielectric lenses for the TX and RX, the absorption spectrum of gaseous methanol has been measured. The
reference frequency of the TX-PLL is modulated for frequency-modulation spectroscopy. The performance of the sensor
system is demonstrated by measuring the 2f absorption spectrum (second harmonic detection) of gaseous methanol.
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I . I NTRODUCT ION
In recent years significant progress has been made in
mm-wave sources based on frequency synthesis techniques
starting with a fundamental oscillator in the region around
10 GHz and subsequent frequency multiplication. This has
led to the development of mm-wave/THz spectrometers for
molecular absorption spectroscopy [1, 2]. Recently, sensor
systems for gas spectroscopy in the mm-wave region, which
are based on commercial available components, have been
reported, which use frequency synthesis techniques in the
region around 10 GHz, with frequency multiplication to
210–270 GHz [1]. In [1] the mm-wave power was propagated
quasi optically with horn antennas and lenses through a 1.2 m
long gas absorption cell. Using this technique a chemical ana-
lysis of exhaled human breath was performed, and this sensor
system may become the technique of choice for a broad range
of chemicals [3]. The capability of an mm-wave/THz spec-
trometer for breath analysis has been demonstrated [3]. It
was shown that for selected species, unambiguous detection
at a ppt level is possible [3]. The high specificity is due to
the very high spectral resolution (0.1 MHz) in combination
with large spectral coverage (30 GHz). This results in
300 000 spectral channels, allowing identification of many
different molecules and their isotopologues. Another push
for mm-wave/THz spectroscopy comes from the rapid devel-
opments regarding silicon semiconductor technology and
circuits. Silicon technology has made progress toward ever
higher device cut-off frequencies, enabling the development
of circuits in SiGe for mm-wave applications beyond
200 GHz. Key circuits have been developed and demonstrated
[4–8]. SiGe BiCMOS technologies have become very attract-
ive, as they allow high integration, low-cost and combination
with digital CMOS control circuits. The European project
DOTFIVE has developed novel process modules to push SiGe
BiCMOS toward 500 GHz fmax [9]. This has allowed the utiliza-
tionof SiGeBiCMOS technology for circuits operating in the fre-
quency range above 200 GHz. Implementing transmitters(TX)
and receivers(RX) with integrated antenna in SiGe BiCMOS
for applications in the range 200–300 GHz requires an innova-
tive architecture to fulfill all requirements concerning perform-
ance, low power dissipation, and low cost. For the receiver
architecture, an advantage can be obtained by applying subhar-
monicmixing, to improve the performance [5]. For theTX in the
frequency range up to 300 GHz, an advantage is obtained by
applying frequency multiplication using frequency triplers and
frequency doublers, for improved performance and reduced
power dissipation [4]. The implementation of integrated
mm-wave radiation sources and detectors offer a path toward
a compact and low cost system for gas spectroscopy.
Mm-wave sources and detectors for this frequency range are
now available as demonstrated by integrated TX and receivers
RX [4, 5, 10, 11] in advanced SiGe technology. A TX for the
range 240–251 GHz has been presented consisting of a push–
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PLL, a power amplifier (PA), a frequency doubler, and an inte-
grated antenna [10]. A RX for 245 GHz has been reported con-
sistingof a push–pushVCOfor the 122 GHz range,which canbe
tuned by an external PLL, a LNA, a Gilbert-cell subharmonic
mixer (SHM), and an integrated antenna [11].
This paper is an extended and updated version of our paper
[12], which presents now a considerably higher sensitivity for
our gas spectroscopy system due to applying frequency modu-
lation (FM). This paper presents a system for in-situ gas spec-
troscopy at about 245 GHz, which consists of 245 GHz TX-
and RX-chips, whose local oscillator (LO) frequencies are
swept by two external PLLs with constant frequency offset.
This frequency region was chosen, because many volatile
organic compounds and toxic industrial chemicals have char-
acteristic fingerprint-like absorption spectra around 250 GHz
[13]. Compared to similar systems based on GaAs or InP tech-
nology, SiGe offers the potential to be more cost-efficient. In
comparison with laser-based systems, for example a
Nd:YAG laser in combination with a master oscillator/
power oscillator, a SiGe TX/RX in-situ absorption spectrom-
eter can be more compact and less power-consuming [14].
The effective antenna gain of the TX and RX, respectively, is
increased by a dielectric lens to allow the implementation of
a 0.6 m long gas absorption cell. The performance of the
system is demonstrated by measuring the absorption spec-
trum of gaseous methanol. Methanol was chosen, because it
has a rich absorption spectrum. At this stage no systematic
spectroscopic investigation of many different gases and gas
mixtures has been performed, because this has been demon-
strated already with the other more conventional
GaAs-based TX/RX systems [13, 15]. In Section II of this
paper, we describe the design of the circuits, which were
used for the RX and TX. Section III is dedicated to the
design of the integrated antenna, used for the RX and TX,
and the design of the lens, which is used to increase the effect-
ive antenna gain for the gas spectroscopy system. The meas-
urement results of the RX and TX are presented in Section
IV, followed by the presentation of the gas spectroscopy
system in Section V. Finally, this paper ends with conclusions.
I I . C I RCU I T DES IGN OF RECE IVER
AND TRANM ITTER
The RX and TX of the sensor systemwere fabricated in the new
generation of IHP’s 0.13 mm SiGe BiCMOS technology [16].
The RX and TX was designed with the design kit of IHP for
its 0.13 mm BiCMOS technology with seven metal layers, and
with high-speed SiGe:C heterojunction bipolar transistors
(HBTs) featuring a transit frequency ( fT) of 300 GHz and a
maximum oscillation frequency ( fmax) of 500 GHz [17]. We
used subsequent fabrication runs of this technology for the fab-
rication of our RX- and TX-chips.
We used the GoldenGatew RF integrated circuit simulator
to design and optimize the RX and TX. The subcircuits of the
RX and TX, respectively, were designed using GoldenGate and
ADS from Agilent. The transmission lines and transformers
were simulated with a 2.5D planar EM-simulator (momen-
tum). For the transformers we applied S-parameter-based
models. The passive circuits for frequencies around 245 GHz
were simulated using three-dimensional EM-simulator
(EMPro from Agilent).
The building blocks for the gas spectroscopy system are a
TX- and a RX-chip including on-chip-antenna with localized
backside etching (LBE). An integrated LO is used for the TX as
well as for the RX, whose frequency is tuned by an external
PLL. The two PLLs of the system are controlled by the two
external reference frequencies with frequency offset to
realize a constant IF frequency in the range up to about
100 MHz during a frequency sweep. The very small change
in the IF-signal amplitude due to gas absorption is used for
gas spectroscopy. The LO of the TX and the RX, respectively,
consists of a 120 GHz push–push VCO with an 1/64 fre-
quency divider for the fundamental frequency, and a
120 GHz differential one-stage PA (see Fig. 1).
The PA uses one-stage with a differential cascode,
transformer-coupled topology. The PA draws 33 mA at 4 V
supply voltage. The TX consists of the 120 GHz LO, which
is coupled to a frequency doubler, whose single-ended
output feeds an on-chip antenna, as shown in Fig. 1. The
TX output power is 1 dBm at 245 GHz [18]. The RX consists
of the 120 GHz LO as described, a Gilbert-cell based SHM, a
LNA, and the same on-chip antenna as used for the TX
(see Fig. 2).
The quadrature LO outputs are generated by a differential
908 23-dB transmission line coupler, similar as described in
[5], which is connected to the LO-buffer by a 120 GHz
Marchand balun. The LNA is a five-stage design with ampli-
fier stages, which are coupled by identical transformers, and
baluns at the input and output transformer, respectively, as
reported in [19]. Each stage contains four HBTs with AE ¼
8 × (0.12 × 0.96) mm2. We used weak emitter degeneration
in three stages to ensure stability of the 245 GHz LNA. A mea-
sured gain of 18 dB and a measured noise figure of 11+ 1 dB
Fig. 1. Schematic of the 245 GHz transmitter: 120 GHz push–push VCO with 1/64 frequency divider, the one-stage 120 GHz PA, the frequency doubler, and the
antenna.
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have been achieved for the LNA at 245 GHz [19]. The LNA
draws 82 mA at 3.7 V supply voltage. We used a SHM
design based on two stacked switching quads [6, 8]. The
mixer core contains ten HBTs with AE ¼ 8 × (0.12 × 0.96)
mm2. The differential IF output was obtained by emitter fol-
lowers connected to 150 V load resistors. The SHM draws
23 mA at 3.6 V supply voltage. Figure 3 shows the micrograph
of the fabricated RX-chip with integrated antenna. The
die area is 2.7 × 1.3 mm. Breakup circuits of this RX are
described in [11].
Figure 4 depicts the micrograph of the fabricated TX-chip
with integrated antenna. The die area is 2.34 ×1.3 mm.
I I I . ANTENNA AND LENS DES IGN
In the following, we describe the on-chip antenna design and
the design of the external lens, which increases the effective
antenna gain.
The LBE available at IHP is an effective way to improve the
efficiency of the on-chip antenna by removing the lossy silicon
under the radiator. This technique is part of a standard
through silicon via (TSV) process. The antenna design is
shown in Fig. 5.
The antenna design is shown as part of the RX-chip and
TX-chip, in Figs 3 and 4, respectively. The top thick layer
TM2 is used to realize the radiators and the feeding transmis-
sion lines, whereas M1 serves as ground layer for both the
circuit and the feeding lines. The antenna is composed of
two half-wavelength folded dipoles. The ground plane of the
module acts as a reflector for the antenna. The thickness of
the silicon substrate is 200 mm for optimal performance. To
improve the gain a dielectric lens has been attached above
the antenna. The lens is made of high density polyethylene
with a permittivity of er ¼ 2.32 and has a diameter of
40 mm and a focal length of 25 mm. It is of plano-convex
type with two refracting surfaces. Thus energy reflected at
the lens surface is not radiated back toward the antenna and
hence it does not disturb its performance. Figure 6 shows
the simulated radiation pattern of the on-chip antenna alone
and of the antenna together with the lens. As it can be seen
the gain increases from 7 to 33 dBi. The half power beamwidth
(HPBW) decreases from 62 to 2.18. The lens itself is shown as
part of the gas spectroscopy system in Fig. 13.
An additional advantage of the dielectric lens is that its
focal distance can be used to tune the gain of the antenna-lens
combination. Thus for each application the best compromise
between HPBW and gain can be chosen.
Fig. 3. Micrograph of the receiver chip with on-chip antenna.
Fig. 4. Micrograph of the transmitter chip with on-chip antenna.
Fig. 5. Geometry of the on-chip antenna (units is mm).
Fig. 6. Radiation pattern in e-plane of the antenna alone and together with the
lens.
Fig. 2. Schematic of the 245 GHz subharmonic receiver.
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I V . RECE IVER AND TRANSM ITTER
RESULTS
In the following, we describe the performance of the RX and
TX used in our gas spectroscopy system, and we present the
parameters of their subcircuits.
The measurements of 245 GHz receiver were carried out in
the setup shown in Fig. 7. The 245 GHz receiver chip was
bonded on a plug-in board. An efficient thermal backside
contact of the RX-chip with the large Cu-layer of the board
was realized using liquid metal. The plug-in board was then
mounted on the carrier board with the PLL device
(ADF4007 with divide ratio 8) (see Fig. 7).
The VCO of the RX was controlled by the PLL to obtain a
stable IF signal at frequencies up to 130 MHz. The reference
signal (about 120 MHz) for the PLL was delivered from a
high-quality signal generator (SML01 from R&S) to enable
reception of the RF signal in the 235–253 GHz range. The
mm-wave signal was generated by a commercial transmitter
(R&Sw ZVA-Z325 Converter) attached to a standard
WR-3.4 horn antenna with 25 dBi gain (specified at
270 GHz). The distance between the horn antenna and the
on-chip antenna was set to 9.5 cm. Assuming far field condi-
tions, we calculated the conversion gain from the received
input power and the IF output power (see Fig. 8).
We assumed for this estimation a 7 dBi antenna gain as
obtained for the on-chip antenna [14]. Applying the same
setup, we performed also on-wafer measurements for the
RX with LBE to obtain the RX conversion gain. We observed
18 dB conversion gains at 245 GHz (see Fig. 8), in agreement
with the results for the RX-chip on the plug-in board. As the
conversion gain of RX decreases considerably at higher tem-
perature [11], this result indicates that the thermal contact
of the RX-chip with the plug-in board is sufficient to avoid
a decreased conversion gain of the RX-chip due to its relatively
large power dissipation of 0.6 W. According to the23 dB gain
bandwidth the RX can be used in the frequency range from
238 to 250 GHz. Table 1 presents the technical data of the RX.
Table 2 summarizes the technical data of the TX.
V . S I GE GAS SPECTROSCOPY
SYSTEM
In the following, we describe our gas spectroscopy system, and
we present spectra of gaseous methanol observed with this
system.
Prior to implementation into the gas spectroscopy system
the TX and RX were characterized. To improve their effective
antenna gain a lens as described in Section III was mounted at
a distance of 22 mm in front of each module. We used an
optical rail for movable mounting of the TX and RX boards
with the lenses (see Fig. 9).
The effective antenna gain of the TX and RX, respectively,
is increased by the lens. Figure 10 shows the received IF spec-
trum for 2 m distance between the apex of the lenses of the TX
and RX (peak value: 221.9 dBm at 49.1 MHz).
Figure 11 presents the received IF power as function of the
distance between TX and RX. The effective antenna gain,
Fig. 7. Photograph of the quasi-optical set-up for on-wafer measurements: the
carrier board with PLL and the small plug-in board with 245 GHz receiver
chip.
Table 2. Performance of the TX-chip.
VCO: DC current 32 mA at 3.3 V
Divider: DC current 29.5 mA at 3 V
PA1: DC current 33 mA at 4 V
Doubler: DC current 19 mA at 2.8 V
Frequency range 239.5–250.8 GHz
Output power 1 dBm at 245 GHz
EIRP 7 dBm at 245 GHz
Fig. 8. Conversion gain versus RF-frequency with 60 MHz IF-frequency: (i)
receiver-chip on wafer, (ii) receiver-chip mounted on board with external PLL.
Table 1. Performance of the RX-chip.
LNA: DC current 82 mA at 3.7 V
SHM: DC current 23 mA at 3.6 V
VCO: DC current 32 mA at 3.3 V
Divider: DC current 29.5 mA at 3 V
LO-Buffer: DC current 33 mA at 4 V
RF frequency range 239–250 GHz
Conversion gain 18 dB at 245 GHz
IP1 dB CP 225 dBm at 245 GHz
NF 18 dB at 245 GHz
Antenna gain 7 dBi at 245 GHz
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estimated by Friis radio link formula, reaches saturation for
far-field conditions (distance .2.6 m) with a gain of 25 dBi.
The measured effective antenna gain is somewhat lower
than the simulated gain of 33 dBi probably due to a misalign-
ment of the TX and RX modules. The IF power increases from
219 to 217 dBm when the distance between TX and RX
increases from 0.5 to 1 m. This IF-signal strength is sufficient
for performing gas spectroscopy with our 56-cm long absorp-
tion cell.
The block diagram of the sensor system is shown in Fig. 12.
The reference signals for the PLLs were delivered from two
signal generators with a frequency offset of 24 kHz (corre-
sponding to 2048 × 24 kHz ¼ 49.152 MHz for IF). The fre-
quency step of the frequency sweep was set by the stepper
for the reference frequency at the signal generator. A step
size of 244 Hz corresponds to a frequency step of 2048 ×
244 Hz ¼ 0.5 MHz. FM with an amplitude (frequency devi-
ation) of 1.38 MHz (2048 × 675 Hz) for the TX frequency
and a FM of 100 kHz was applied to the reference frequency
of the TX-PLL.
We have used a 0.6 m long gas absorption cell between the
TX and RX for gas spectroscopy [6] (see Fig. 13). The effective
antenna gain of the TX and RX, respectively, is increased by
the external dielectric lenses as described above. The second
harmonic content (2f) of the absorption spectrum was
obtained by detecting the IF power of the RX using a diode
power sensor connected to a lock-in amplifier. The 100 kHz
modulation frequency serves as the reference for the lock-in
amplifier. A DAQPad multifunction data acquisition device
provided the connectivity for acquiring the output data of
the lock-in amplifier.
The applicability of our SiGe sensor system is demon-
strated by measuring spectra of gaseous methanol. For this
purpose methanol was evaporated from a small container
with liquid methanol. The gaseous methanol was introduced
into the absorption cell through a series of a two needle
valve, which controlled the gas flow. A turbo molecular
pump was used for obtaining the low pressure in the range
from 0.1 to 30 hPa, which is needed for the gas spectroscopy.
The pressure in the absorption cell is measured with a capaci-
tive pressure gauge. The spectra were obtained by applying
frequency ramps to the reference frequency of TX and RX,
respectively, with a constant frequency offset to generate the
50 MHz IF signal of RX. The IF-power was recorded during
Fig. 9. Optical rail with TX-module (left) and RX-module (right).
Fig. 10. The IF-spectrum of the received signal: IF-center frequency at
49.1 MHz; single-ended IF; TX and RX modules with lenses; 2 m distance
between TX and RX. Fig. 11. Differential IF-power of the receiver and effective antenna gain of the
on-chip antenna in combination with lens: the parameter is the distance
between transmitter and receiver.
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Fig. 12. Block diagram of the TX/RX sensor system with gas absorption cell, TX-module, and RX-module.
Fig. 13. Photograph of the TX/RX system demonstrator with lenses and the gas absorption cell: left – RX-module, right – TX-module..
Fig. 15. Measured 2f absorption spectrum of methanol (top), and simulated
spectrum of absorption coefficient (bottom).
Fig. 14. Calculated (top) and measured (bottom) absorption spectrum of
methanol at a pressure of 20 Pa.
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ramping by a spectrum analyzer. The ramping time was 1616s
to measure the spectrum shown in Fig. 14. The spectrum ana-
lyzer recorded 16 160 data points during this time. Along with
the measured spectra, simulated spectra of methanol are also
shown. These spectra were calculated using the HITRAN [20]
spectral data base. Note the excellent agreement between the
simulated and the measured spectrum. Figure 14 shows a
spectrum taken without FM after data processing (baseline
correction and averaging).
Figure 15 presents the 2f absorption spectrum at a gas pres-
sure of 10 Pa for a sweep time of 10 s after baseline correction
and the simulated spectrum of the absorption coefficient.
It is worth noting, that the frequency sweep time is consid-
erably shorter in the case of 2f absorption spectroscopy with
FM compared with the sweep time in the case of spectroscopy
without FM.
V I . CONCLUS ION
A system for gas spectroscopy in the frequency range 240–
250 GHz is presented consisting of a SiGe TX and RX,
whose internal local oscillators are tuned by external PLLs.
The RX and the TX are fabricated in 0.13 mm SiGe:C
BiCMOS technology with fT/fmax of 300 GHz/500 GHz. The
effective antenna gain of the RX and TX is increased using
additional dielectric lenses. Using a 0.6 m long gas absorption
cell between the TX and RX, the absorption spectrum of
methanol has been measured. The performance of the
sensor system is also demonstrated by measuring the 2f
absorption spectrum (second harmonic detection) of
gaseous methanol using FM. Our mm-wave SiGe spectros-
copy system presents the highest integration level of such a
system reported so far. An extension of the frequency range
is feasible by modifying the internal local oscillator. The
further development of the presented spectroscopic system
will be aimed to meet a wider frequency range. The relevant
frequency ranges are, e.g. from 230 to 260 GHz for breath ana-
lysis, and from 240 to 280 GHz for the detection of important
toxic gases. The wide frequency span could be addressed by
switchable local oscillators in the transmitter and receiver.
REFERENCES
[1] Medvedev, I.R.; Neese, C.F.; Plummer, G.M.; De Lucia, F.C.:
Submillimeter spectroscopy for chemical analysis with absolute spe-
cificity. Opt. Lett., 35 (2010), 1533–1535.
[2] Pearson, J.C. et al.: Demonstration of a room temperature 2.48–2.75
THz coherent spectroscopy source. Rev. Sci. Instrum., 82 (2011),
093105, 9 pages.
[3] Fosnight, A.M.; Moran, B.L.; Medvedev, I.R.: Chemical analysis of
exhaled human breath using a terahertz spectroscopic approach.
Appl. Phys. Lett., 103 (2013), 133703, 5 pages.
[4] O¨jefors, E.; Heinemann, B.; Pfeiffer, U.R.: Active 220- and 325-GHz
frequency multiplier chains in SiGe HBT technology. IEEE Trans.
Microw. Theory Tech., 59 (2011), 1311–1318.
[5] O¨jefors, E.; Heinemann, B.; Pfeiffer, U.: Subharmonic 220- and
320-GHz SiGe HBT receiver front-ends. IEEE Trans. Microw.
Theory Tech., 60 (2012), 1397–1404.
[6] Schmalz, K.; Mao, Y.; Borngra¨ber, J.; Neumaier, P.; Hu¨bers, H.-W.:
Tunable 245 GHz transmitter and receiver in SiGe technology for
gas spectroscopy. Electron. Lett., 50 (2014), 881–882.
[7] Momeni, O.; Afshari, E.: A broadband mm-wave and terahertz
traveling-wave frequency multiplier on CMOS. IEEE J. Solid-State
Circuits, 46 (2011), 2966–2976.
[8] Tomkins, A. et al.: A study of SiGe signal sources in the 220–
330 GHz range, in Proc. IEEE Bipolar/BiCMOS Circuits Tech.
Meeting (BCTM), Portland, Oregon, USA, 2012, 80–83.
[9] Pfeiffer, U.R. et al.: A 0.53 THz reconfigurable source array with up
to 1 mW radiated power for terahertz imaging applications in
0.13 mm SiGe BiCMOS, in Proc. IEEE Int. Solid-State Circuits
Conf. (ISSCC), San Francisco, CA, USA, 2014, 256–257.
[10] Schmalz, K.; Wang, R.; Borngra¨ber, J.; Debski, W.; Winkler, W.;
Meliani, C.: 245 GHz SiGe transmitter with integrated antenna and
external PLL, in IEEE MTT-S IMS Symp. Proc., Seattle, USA,
2013, 1–4.
[11] Schmalz, K. et al.: Subharmonic 245 GHz SiGe receiver with
antenna, in IEEE Proc. European Microwave. Int. Circuits Conf.
(EuMiC), Nuremberg, Germany, 2013, 121–124.
[12] Schmalz, K. et al.: 245 GHz SiGe sensor system for gas spectroscopy,
in IEEE Proc. European Microwave. Conf. (EuMC), Rome, Italy,
2014, 644–647.
[13] Neese, C.F.; Medvedev, I.R.; Plummer, G.M.; Frank, A.J.; Ball, C.D.;
De Lucia, F.C.: Compact submillimeter/terahertz gas sensor with
efficient gas collection, preconcentration, and ppt sensitivity. IEEE
Sens. J., 12 (2012), 2565–2574.
[14] Sun, H.; Ding, Y.J.; Zotova, I.B.: THz spectroscopy by frequency-
tuning monochromatic THz source: from single species to gas mix-
tures. IEEE Sens. J., 10 (2010), 621–629.
[15] Neumaier, P.F.-X.; Schmalz, K.; Borngra¨ber, J.; Wylde, R.; Hu¨bers,
H.-W.: Terahertz gas-phase spectroscopy: chemometrics for security
and medical applications. Analyst, 140 (2015), 213–222.
[16] http://www.ihp-ffo.de/en/services/mpw-prototyping/.
[17] Ru¨cker, H.; Heinemann, B.; Fox, A.: Half-Terahertz SiGe BiCMOS
technology, in IEEE SiRF Symp. Dig., Santa Clara, USA, 2012,
129–132.
[18] Schmalz, K.; Borngra¨ber, J.; Heinemann, B.; Ru¨cker, H.; Scheytt, J.C.:
A 245 GHz transmitter in SiGe technology, in IEEE RFIC Symp.
Proc., Montreal, Canada, 2012, 195–198.
[19] Schmalz, K.; Borngra¨ber, J.; Mao, Y.; Ru¨cker, H.; Weber, R.: A
245 GHz LNA in SiGe technology. IEEE Microw. Wirel. Compon.
Lett., 22 (10) (2012), 553–555.
[20] Rothman, L.S. et al.: The HITRAN 2008 molecular spectroscopic
database. J. Quant. Spectrosc. Radiat. Transf., 110 (2009), 533–572.
K. Schmalz obtained his Ph.D. degree in
Physics in 1978, and worked in the field
of silicon semiconductor technologies
and research for some time and has
expertize in the area of thermally in-
duced defects and characterization of
Si/SiGe structures. After training in RF
circuit design at UCLA in Los Angeles,
1998–1999, he changed his scientific
focus to RF analog circuit design. Now, his research interest
is the design of SiGe BiCMOS analog circuits for wireless com-
munication with emphasis on RF front-ends for different
standards and mm-wave circuits for sensor applications. He
has authored and co-authored more than 100 papers.
K. Schmalz is currently with IHP, Frankfurt (Oder), Germany.
245 ghz sige sensor system for gas spectroscopy 277
R. Wang received his bachelor’s degree
from Tianjin University, China, in 2006,
and master’s degree in Electrical Engin-
eering from Chalmers University of
Technology, Sweden, in 2008, respective-
ly.He is currently a researchmemberwith
IHP in Frankfurt (Oder), Germany. His
research interests include millimeter-
wave antenna and packaging designs.
W. Debski was born in Krakow, Poland
in 1977. He received M.S. degree in Elec-
tronics Engineering from the University
of Science and Technology, Krakow,
Poland in 2002, and Ph.D. degree in
Electrical Engineering from the Bran-
denburg University of Technology,
Cottbus, Germany in 2007. He joined Si-
liconradar GmbH, Frankfurt (Oder), in
2007, where he is involved in the development of radar com-
ponents and systems.
H. Gulan received the Dipl.-Ing. (FH)
degree from the University of Applied
Science Esslingen, Germany, in 2008
and the Dipl.-Ing. degree from the
Karlsruhe Institute of Technology
(KIT), Germany in 2010. Since 2011,
he is working as research staff member
at the Institut fu¨r Hochfrequenztechnik
und Elektronik (IHE) at the KIT and is
currently working towards his Ph.D. His research interests
include millimeter and sub-millimeter wave antennas, lens
antenna design and millimeter-wave packaging. He also has
experience in designing waveguide filter components for
spaceborne applications.
J. Borngra¨ber received his Diploma of
Mathematics from Humboldt Univer-
sity, Berlin, Germany, in 1981. Since
1994, he is working in the Department
of Circuit Design at IHP Microelectro-
nics GmbH. Currently his special inter-
est is in noise figure and phase noise
measurement techniques in the
millimeter-wave range.
P. F.-X. Neumaier was born in Lands-
hut, Germany, in 1984. He received his
Diploma degree in Physics from the
University of Freiburg, Germany in
2012, and is currently working toward
the Ph.D. degree in the field of THz
physics and spectroscopy at the Tech-
nical University of Berlin, Germany.
From 2010 to 2012 he was with Fraun-
hofer Institute for Physical Measurement Techniques IPM
in Freiburg, Germany where he worked on gas sensing micro-
electronics with surface physics and semiconducting metal-
oxides. From 2012, he has been with the German Aerospace
Center, Berlin, Germany, while working toward the Ph.D.
degree.
H.W. Hu¨bers received the diploma
degree and Dr. rer. nat. degree in Physics
from the Universita¨t Bonn, Germany,
in 1991 and 1994, respectively.
From 1991 to 1994, he was with the
Max-Planck-Institut fu¨r Radioastrono-
mie in Bonn, Germany. In 1994, he
joined Deutsches Zentrum fu¨r Luft-
und Raumfahrt (German Aerospace
Center, DLR) in Berlin, Germany, and became head of the
department in 2001. From 2009 to 2014 he has been professor
of experimental physics at Technische Universita¨t Berlin, Ger-
many, and head of the department “Experimental Planetary
Physics” at DLR. In 2014 he became director of DLR’s Insti-
tute of Optical Sensor Systems and professor at
Humboldt-Universita¨t zu Berlin. His research interests are
in THz physics and spectroscopy, particularly in THz systems
for astronomy, planetary research, and security. Professor
Hu¨bers has received the Innovation Award on Synchrotron
Radiation (2003) and the Lilienthal Award (2007).
278 klaus schmalz et al.
